Introduction {#S0001}
============

With the increasing amount of knee-related surgery including total knee arthroplasties, rehabilitation costs amount to a multimillion dollar market.[@CIT0001],[@CIT0002] The time required to regain normal gait and balance is reduced by an early initiation of rehabilitation.[@CIT0003] Studies have shown good clinical results and high patient satisfaction with a shortened length of stay in hospital.[@CIT0004]--[@CIT0006] Therefore, an accelerated perioperative treatment including an early rehabilitation program has a positive impact for both the health system and the patient.[@CIT0007]

Considering both cost-effectiveness and the interest in enhanced recovery pathways for the further development of outpatient surgery protocols,[@CIT0008] there is an increasing need for self-explanatory rehabilitation devices. The development of self-explanatory rehabilitation devices requires the use of modern technology. Multiple studies have suggested that the use of video games in rehabilitation of various health disorders may be a promising approach.[@CIT0009],[@CIT0010] Different groups have used computer game-associated orthopaedic rehabilitation---also called exergames---to enhance independent rehabilitation. For example, the Nintendo Wii Fit has been successfully introduced to the post-operative program of anterior cruciate ligament reconstruction.[@CIT0009] Based on the Nintendo Wii Remote and Wii Fit balance board controllers, Costa et al have developed a computer game specifically designed for orthopaedic rehabilitation.[@CIT0011] Two knee-related rehabilitation devices were developed and validated, namely, the Locomo Scan (ALCARE Co., Ltd., Tokyo, Japan)[@CIT0012] and the application-based knee-training device (KT).[@CIT0013],[@CIT0014]

The development and fulfilment of a personalized rehabilitation protocol requires defined milestones.[@CIT0015] Progress is tracked by measuring strength of the muscles around the knee. Extension and flexion are particularly important when recovering from sports-related injuries as well as from surgery like arthroplasty at the knee joint. Assessments of strength are mostly done by isokinetic testing as the current gold standard. Unfortunately, isokinetic testing has the disadvantages of being difficult to perform, expensive, and not portable. Clinical tests like "timed up and go" are also commonly used but they are often too complex to assess extension or flexion. A simplified and objective measurement of strength---especially in the early postoperative phase---would be a valuable clinical tool.

Application-based knee-training devices have the advantage of being cost-effective, portable, and safe.[@CIT0013],[@CIT0014] The knee-training device introduces the joy of an exergame to orthopaedic rehabilitation and provides a protocol of the training progress. In summary, the knee-training device has great potential and has the advantage of topics in the abstracts above. However, strength training on the knee-training device needs to be compared to strength examination on an isokinetic dynamometer---the gold standard of strength assessment.[@CIT0016],[@CIT0017] This is an exploratory study evaluating the correlation of KT measurements and isokinetic testing not testing a formal hypothesis confirmatory. The underlying (informal) hypothesis was that the KT measurements and the isokinetic testing show a good linear correlation.

Methods {#S0002}
=======

Experimental Subjects {#S0002-S2001}
---------------------

In a monocentric study, 100 subjects underwent an isokinetic maximum strength examination and an assessment on the KT in randomized order. The isokinetic testing was based on the Swiss Olympic protocol with 3 sets of 5 repetitions of maximum strength testing for flexion and extension. The subjects consisted of 50 healthy professional athletes and 50 healthy recreational athletes between the ages of 18 to 30 years old. The sample size and division in professional/recreational athletes were feasibility driven. The sample size and division in professional/recreational athletes were feasibility driven. Professional and recreational athletes were included to display a range of strength. Each group was 50% male. Ethical approval was granted by the Ethics Committee of Hannover Medical School, Germany (Nr. 3103-2016). The tests were performed at the Olympic training centre in Hannover. The subjects were asked to take part in the study in the daily routine. Eligible subjects were capable to exercise. Exclusion criteria were a missing capability to exercise and knee-related injuries in particular. Medical aid was provided to meet human subject protection. In addition, all subjects were informed of their right to end participation in the study at any time point. All subjects were informed of their rights and written consent was obtained before beginning the tests.

Knee-Training Device and Application {#S0002-S2002}
------------------------------------

The KT including application has been previously described by Weber-Spickschen et al[@CIT0013],[@CIT0014] In brief, the body of the KT is 18 (length) x 12 (width) x 8 cm (height) and is supplied with four AA batteries. It is composed of three piezoresistive force sensors (FlexiForce A201, Tekscan, South Boston, USA), two LEDs, and an Arduino electric circuit board (Arduino, USA). The body of the KT consists of polyoxymethylene copolymer (POM-C). The KT is placed under the popliteal fossa for training sessions.

The application consists of two parts. The first part of the application contains a high striker exercise. Subjects are instructed to extend their knee and therefore press their popliteal fossa as hard as possible against the knee-training device for 5 s to achieve a maximum score. The maximum force of the knee extension is measured and recorded.

The second part of the application is a game, which is intended to improve the users' coordination for achieving better rehabilitation results. In the application, the user is piloting a plane for 100 s. Extending the knee and pressing the popliteal fossa in a dosed and dynamic manner against the knee device achieves steering of the plane. In the game, the plane flies through an animated sky with balloons. The force of the popliteal fossa on the device guides the height of the aircraft in the sky. The stronger the force, the higher the aeroplane will fly. In order to achieve a higher score, the plane needs to exactly follow a designated path of balloons. By following the path of balloons, balloons burst with the front propeller. The player of the game gets points with every burst balloon.

The training time, frequency of training, the maximum knee extension force, the accuracy of quadriceps muscle activation, and the final scores are recorded in the application.[@CIT0013],[@CIT0014] In this study, the higher of the two maximum force measurements were compared to the isokinetic testing.

Isokinetic Testing {#S0002-S2003}
------------------

A number of different tests have been used to determine maximum strength using isokinetic testing. The most common method measuring extension and flexion strength of the lower limb was used.[@CIT0018],[@CIT0019] Testing was performed on a CON-TREX Multi-Joint System (CMV AG, Dübendorf Switzerland)[@CIT0018] and included measurement of the point of rotation and lever arm. Knee strength was assessed by using isokinetic parameters at angular velocities of 60°/s (5 repetitions) with 3 sets and a one-minute break in between sets. The peak torque value was determined. The results were adjusted with the lever arm of the force and the body weight of the patients. The outcome is presented in Newton per kilogram body weight and compared to the strength of the healthy limb.

Data Analysis {#S0002-S2004}
-------------

The association of isokinetic testing and the KT regarding tension and flexion was analysed separately using mixed models for repeated measurements: the isokinetic testing result was modelled as dependent variable and the KT result was modelled as independent variable. The tested knee was modelled as a repeated factor within each subject using a compound symmetry covariance matrix to adjust for correlated measurements of the right and left knee of each patient. In additional analyses, the independent factors height and weight were included separately and combined as fixed factors into the analysis for adjustment. Based on the Akaike information criterion (AIC), the respective models with the best fit were chosen as a prediction model for extension and flexion. A modified Bland--Altman plot was used to illustrate the errors of the prediction model from the true isokinetic testing results.[@CIT0020]

Baseline characteristics of the study participants have been analysed using appropriate descriptive statistics (mean and standard deviation for continuous endpoints, absolute and relative numbers for categorical endpoints). No (statistical) hypothesis testing has been performed, since the study was not designed to analyse any hypotheses regarding the baseline characteristic of the population. Professional and recreational athletes have been included to ensure sufficient heterogeneity in the study population and increase external validity, there was no allocation of "professional" or "recreational" but a stratified inclusion of athletes who had the respective characteristic.

Additionally, the Pearson correlation was used to describe the linear relationship between isokinetic testing and both KT testing and the prediction model based on the KT and covariates.[@CIT0021] Since measurements of the left and right knee within each patient are correlated, Pearson correlation was calculated separately using either only measurements of the left or the right knees. Continuous variables are reported as mean ± standard deviation and categorical variables are reported by absolute and relative frequencies.

A two-sided significance level of 5% was used for the evaluation of statistical significance. Since no pre-specified primary hypothesis was tested, all p-values and statistical significances are considered to be exploratory and not confirmatory.

Results {#S0003}
=======

This study sought to compare the measurements of the KT with the results of the isokinetic testing when used by healthy subjects. Characteristics of the study population are shown in [Table 1](#T0001){ref-type="table"}. No medical or technical issues were reported during the course of the study and there are no missing values for any of the analysed variables. The basic strength measurements are shown in [Table 2](#T0002){ref-type="table"}. Table 1Baseline Characteristics of the Study PopulationCharacteristicProfessional AthletesRecreational AthletesTotal AthletesNo. of patients5050100Age (year)21.8 (± 2.9)23.2 (± 3.4)22.49 (± 3.26)Sex (no. of females)25 (50%)25 (50%)50 (50%)Weight (kg)75.1 (± 18.3)73.8 (± 11.8)74.44 (± 15.39)Height (cm)177.2 (± 9.8)176.3 (± 8.2)176.75 (± 9.06)Body-mass index23.6 (± 3.7)23.7 (± 3.2)23.65 (± 3.46)Hours of training per week14.4 (± 5.0)6.1 (± 4.0)10.24 (± 6.17)[^1] Table 2Results of Strength MeasurementsCharacteristicRight KneeLeft KneeTotalExtension (N)578.23 (± 149.51)570.25 (± 146.97)574.24 (± 147.93)Flexion (N)336.63 (± 104.33)321.69 (± 100.76)329.16 (± 102.58)KT (kg)21.91 (± 5.91)22.16 (± 5.83)22.04 (± 5.86)[^2]

Based on the correlation analysis, the KT presented a correlation coefficient of r=0.667 for the left side and r=0.604 for the right side in extension (see [Figure 1](#F0001){ref-type="fig"}). For flexion, the correlation coefficient for the left side was r=0.640 and for the right side was r=0.673 (see [Figure 2](#F0002){ref-type="fig"}). Subanalysis did not show any significant difference between professional and recreational athletes. Figure 1Linear relationship of isokinetic results for extension and knee-training device results separately for right and left knee. Pearson correlation for the left and right knee is 0.667 and 0.604.Figure 2Linear relationship of isokinetic results for flexion and knee-training device results separately for right and left knee. Pearson correlation for the left and right knee is 0.640 and 0.673.

Both for extension and flexion, the model including both height and weight as additional fixed effects showed the best AIC and were chosen for prediction (see [Table 3](#T0003){ref-type="table"} for the fixed effects estimates of the respective models). For extension, the model-derived formula to predict isokinetic testing by KT testing (kg), weight (kg), and height (m) is given by:Table 3Parameter Estimates of the Statistical ModelParameterEstimateStandard Errorp-value95% Confidence IntervalExtensionConstant−39.96243.230.870\[−522.73, 442.80\]Weight (kg)4.541.000.000\[2.56, 6.53\]Height (m)83.30165.740.616\[−245.62, 412.22\]Knee training device result (kg)5.851.970.003\[1.95, 9.74\]FlexionConstant−247.77173.440.156\[−592.06, 96.52\]Weight (kg)1.230.720.089\[−0.19, 2.65\]Height (m)195.15118.250.102\[−39.55, 429.85\]Knee training device result (kg)6.381.460.000\[3.5, 9.26\]

Isokinetic (predicted) =−39.96 + 5.85 KT + 83.30 height + 4.54 weight

For flexion, isokinetic testing is predicted by the KT testing (kg), weight (kg) and height (m) by:

Isokinetic (predicted) =−247.77 + 6.38 KT + 195.15 height + 1.23 weight

When the KT results were transformed using the prediction formulas, including an adjustment for height and weight of the subjects, the Pearson correlation of isokinetic and KT was even stronger than unadjusted (extension left: r=0.727, right: r=0.689; flexion left: r=0.641, right: r=0.711). [Figures 3](#F0003){ref-type="fig"} and [4](#F0004){ref-type="fig"} illustrate that the prediction formulas work equally well for right and left knee. However, analysing the deviation of the predicted isokinetic value from the true value, as illustrated in [Figures 5](#F0005){ref-type="fig"} and [6](#F0006){ref-type="fig"}, indicates systematic bias in the prediction, which is present despite adjustment for height and weight. While on average the bias is zero, large values of isokinetic testing tend to be underestimated while small values tend to be overestimated. Figure 3Linear relationship of isokinetic results for extension and predicted results based on KT results, weight and height separately for right and left knee. Pearson correlation coefficients for the left and right knee are 0.727 and 0.689.Figure 4Linear relationship of isokinetic results for flexion and predicted results based on KT results, weight, and height separately for right and left knee. Pearson correlation coefficients for the left and right knee are 0.641 and 0.711.Figure 5Modified Bland--Altman plot of the difference of the predicted isokinetic extension value from the true isokinetic extension value. Mean differences and 95% limits of agreement calculated by mean difference ±1.96 standard deviation are given separately for left (−193.3; 202.73) and right knee (−217.19; 207.75). Mean difference is 4.72 (±101.03) for the left knee and −4.72 (±108.40) for the right knee.Figure 6Modified Bland--Altman plot of the deviation of the predicted isokinetic flexion value from the true isokinetic flexion value modified. Mean differences and 95% limits of agreement calculated by mean difference ±1.96 standard deviation are given separately for left (−143.40; 159.93) and right knee (−152.83; 136.31). Mean difference is 8.26 (±77.38) for the left knee and −8.26 (±73.76) for the right knee.

Discussion {#S0004}
==========

The major findings of the present study are the moderate to high Pearson correlation of KT and isokinetic extension and flexion measurements. These positive results are corroborated by mean differences between predicted and true isokinetic measurements ranging from +8.26N to −8.26N (with limits of agreement ranging from +207.75N to −217.19N). This accuracy is precise enough to be effective in postoperative rehabilitation, especially considering the direction of impact of the KT to show improvement in muscle activation and strength in a motivating manner. Altogether, our results indicate that longitudinal measurements (i.e. of early strength rehabilitation) can be performed with the KT.

The results from our study are comparable to Omori et al who used a similar device but without an application-based game.[@CIT0022] Omori et al tested their knee-training device QTM on 24 subjects and obtained a correlation between the device and the isokinetic measurements of r=0.69 (and 0.82 in the second measurement).

Muscle activation shortly after knee operations has been shown to be important for recovery.[@CIT0023] Simultaneously, trends of fast-tracking rehabilitation after surgery require patients to move more quickly into an outpatient status.[@CIT0008] With the application-based KT patients can begin their rehabilitation early and at home. Previous studies did not show a superior rehabilitation in an inpatient setting compared to a home-based or outpatients controlled setting.[@CIT0024],[@CIT0025] Exergames such as the application-based KT have the potential to have a large impact on home-based rehabilitation. Previous exergame studies for orthopedic rehabilitation also showed promising results[@CIT0009],[@CIT0011] mostly combining a motivating aspect with muscle activation. However, as opposed to these former exergames, our KT allowed actual resistance exercises to be performed.

Based on the technique of the KT as well as from isokinetic testing, inaccuracies in measurement were identified. Despite the fact that the tests were done with the highest possible precision, there was a potential chance of mal-positioning of the application-based KT under the popliteal fossa. Similar, the mal-positioning of the subjects while performing the isokinetic testing[@CIT0026] can lead to inaccurate results.

The clinical significance of the comparison of KT and isokinetic testing is the potential of implementing this exergaming device to the clinical routine.[@CIT0022]

Future studies should validate the data-derived prediction model in an independent sample and focus on the introduction of the KT into clinical protocols. For the sake of addressing certain muscle groups, it is important to define particular seating positions for special exercises (i.e. for the quadriceps- or hamstrings muscle group).

Conclusion {#S0005}
==========

This study confirms a moderate to high correlation between isokinetic testing and the KT. The results indicate that follow-up with the low-cost KT improves early strength rehabilitation without the risk of injury. The measurement of maximum strength after knee operation can be simplified.
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[^1]: **Note:** Descriptive statistics are reported as mean (± standard deviation) for continuous variables and absolute frequency (relative frequency) for categorical variables.

[^2]: **Note:** All variables are reported with mean (± standard deviation).
